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Abstract
This paper describes a single simulation framework
to perform interactive cataract surgery simulations.
Contributions includes advanced bio-mechanical
models and intensive use of modern graphics hard-
ware to provide fast computation times. Surgical de-
vices are replicated and located in a real-time thanks
to infra-red tracking. Combination of a high-fidelity
simulation and actual surgical tools are able to im-
prove surgeon immersion while training. Preliminary
tests have been performed by experienced ophthal-
mologists to qualitatively assess the face-validity of
the simulator and the faithfulness of the behavior of
the anatomical structures as well as the interactions
with the surgical tools.
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timent INRIA A, 40 avenue Halley, 59650 Villeneuve d’Ascq,
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1 Introduction
Cataract surgery has made important advances over
the past twenty years, and every year, more than five
million people in the United States and in Europe
undergo cataract surgery. This procedure is however
complex to perform as it requires good hand-eye
coordination as well as accurate microscopic manip-
ulations of surgical instruments. Therefore a long
training period is mandatory to acquire these nec-
essary skills. Current method of training are based
on companionship and this apprenticeship model
depends on the availability of the instructor and po-
tentially exposes patients to complications due to
the inexperience of the operator. In this context, re-
cent reports have demonstrated the advantages and
added value of computer-based simulation over con-
ventional training [1]. Therefore, new training simu-
lation systems for cataract surgery have been recently
developed. Typically, these simulators offer a combi-
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nation of simulation software that aims at reproduc-
ing some parts of the cataract surgery procedure and
hardware devices that allow the surgeons for realistic
interaction with the simulation. For instance, [2] pro-
pose a Mass-Spring mechanical model of the capsule
in order to simulate the capsulorhexis, whereas [3]
and [4] focus on the phacoemulsification step using
dedicated strategy to remove tetrahedrons from a
volumetric mesh. Some other works have combined
multiple cataract surgery steps in their simulators
like [5] or [6]. Regarding interaction devices, some
set-ups are based on 6DOF tracking systems that can
possibly provide force feedbacks [6] or CCD-based
optical tracking system like in EYESI simulator 1.
Simulators can provide almost limitless opportu-
nity to practice and achieve surgical proficiency in
a controlled and safe environment. However, if the
training scenario is scripted in the simulator, like in
a video game, then the benefit is limited. Hence, we
think that the student must have the possibility to err
and when it happens, it shall not be the end of the
scenario. In such case, the novice must also learn to
recover from the mistakes. To allow for such freedom
in the simulation, the design of the software must
rely on a physics-based simulation. If the behavior
of the anatomical structures is guided by accurate
deformable models, if the interactions between sur-
gical tools and organs rely on accurate contact and
friction laws, then it is possible to allow for a realistic
simulation whatever the action of the user is. Obvi-
ously, the biomechanical model accuracy can not take
precedence over the constraint of real-time execution:
the motions of the user must quasi-immediately be
transferred in the simulation. But the computational
power available on today’s CPUs and GPUs allows
for attractive compromises between accuracy and
computation time.
This paper presents our recent works in the field of
cataract surgery simulator. Our main objectives are
the following:
(a) be able to train on the three most important steps
of the procedure: capsulorhexis, phacoemulsifi-
cation, and intra-ocular lens injection which has
1http://www.vrmagic.com/simulators/eyesi-surgery-
simulator/eyesi-cataract/
not, to our knowledge, been treated previously
(b) develop advanced models based on biomechan-
ics that can be easily parametrized using material
properties and that can be computed quickly
(c) have a working environment and devices as close
as possible to real operating rooms.
The rest of this article is divided as follows: sec-
tion 2 provides a brief overview of our system, and
each important step of the simulation is detailed in
the following sections (e.g. the phacoemulsification
in section 3, the capsulorhexis in section 4 and the
intra-ocular lens implant in section 5). The section 6
is about the approach we use to make interactions
natural to cataract surgeons.
2 Overview & Contributions
Training system: The training system described in
this chapter is based on a computer-based simula-
tor and a environment close to an actual operating
room. The environment consists in a microscope
where stereo glasses have been fixed in order to ren-
der the virtual scene in 3D, a full-body mannequin
where replaceable silicon eyes that support cataract
surgery may be inserted. Monitors are also available
in the room to provide additional informations (like
vital constants) or feedbacks. This serves a pedagogic
purpose because it increases the feeling of immer-
sion while allowing to train and memorize the real
procedure with the same devices (microscope, ped-
als...) and the same surgical tools design using rapid
prototyping. The tools are tracked in real-time and
their 3D position is used to feed our real-time simu-
lation. Figure 1 illustrates the various components
that are part of the training system and how their are
connected.
Real-time simulation: The computer-based simu-
lation has been developed using SOFA2 which is an
open-source framework targeted at interactive med-
ical simulation. SOFA provides a set of tools such
as detection algorithms, GPU optimizations, linear
2http://www.sofa-framework.org
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FEM... that offers a good trade-off between accuracy
and computational cost. For improved realism, our
simulation of cataract surgery relies on geometrically
non-linear finite element models (FEM) using tetrahe-
dral elements for the lens, and triangular elements for
the capsule. Both models derive from Hooke’s law
and are based on a co-rotational method [7]. The dif-
ferent models have been created by a 3D artist based
on anatomy handbooks. Mechanical properties are
parametrized using values reported in the literature
[8], and use an implicit integration scheme to enforce
robustness of the deformation process. While this
allows realistic and interactive deformation of the
capsule and lens, additional information needs to be
introduced to enable realistic tearing: the principal
direction of fibers within the soft tissue. As many bi-
ological soft tissues are composite fibrous materials,
the orientation of these fibers highly influences the di-
rection of propagation of the tear in the tissue. It also
introduces anisotropy in the model. State-of-the art
computer graphics techniques (like Volume Render-
ing) are implemented in order to achieve convincing
visible rendering of the human eye.
Figure 1: Functional view and picture of the training system.
The system relies on devices used in real procedures
(microscope, pedals...), replicas of surgical tools that
are tracked in real-time and on a simulation engine
that renders a realistic and interactive simulation of
cataract surgery.
3 Lens model and phacoemulsifi-
cation
This section presents the volume model used for mod-
eling the deformations and the motions of the lens
and also the interaction model developped for the
phacoemulsificator.
The behavior of the lens is based on finite ele-
ment modeling that allows for simulating different
rigidities given the age and the pathology of the pa-
tient: typical stiffness values reported in the literature
range from 1kPA (20-year old human) to 5 kPA (over
60 year old person) [9].The fragmentation and aspira-
tion of the lens is performed in 3D and in real-time by
using the phacoemulsificator’s pedal which activates
a local change in the geometry and behavior of the
lens volumetric model. New algorithms and models
have been developed to obtain this fast simulation
computation without sacrificing realism.
3.1 Related Work
Many works focused on modeling the deformation
of soft tissues. If we focus on real-time algorithms,
mass-spring networks [10] is one of the most popu-
lar methods, mainly because of their simplicity and
efficiency. Their main drawback appear in the dif-
ficulty to model specific material laws and parame-
ters. However a recent work by [11] has shown that
it is possible to compute springs stiffness on trian-
gular and tetrahedral meshes relating to St Venant-
Kirchhoff materials.
To model biomechanical behaviors more precisely,
one can instead use Finite Element Models (FEM).
This approach is more computationally intensive,
and was initially used interactively by relying on
preprocessing [12, 13], limiting the approach to lin-
ear small deformations without topological changes.
To remove these limitations, [7] introduced the co-
rotational formulation, which relies on linear elastic
material but non-linear geometric deformations by
computing a local rigid rotation for each element.
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3.2 Tools and Methods
3.2.1 Deformable Lens Model
The deformable lens is modelled using a co-rotational
FEM formulation with linear elasticity. It is repre-
sented by a tetrahedral mesh that can be tessellated
to produce small elements (see Figure 2(b)). We
chose an implicit time integration scheme in order to
achieve large time-steps and provide a stable simula-
tion even when subjected to challenging interactions.
We use the approach detailed in [14], where the result-
ing system of equations is solved iteratively using a
Conjugate Gradient solver implemented on the GPU.
(a) (b) (c)
Figure 2: Tessellation algorithm that can dynamically refine
tetrahedra (a). Two-levels tetrahedral topology for
lens phacoemulsification (b).
One important aspect of this method is that the
mechanical matrix of the full system is not explicitly
computed, but matrix-vector products are instead
parallelized directly over the mesh elements. This
allows to easily change the topology of this mesh, as
is necessary in this application to implement the in-
teractions with the phacoemulsifier explained below.
3.2.2 Interactions with the Phacoemulsifier
The phacoemulsifier proposes two modes of interac-
tions to the surgeon:
Aspiration: when activated, liquids from the eye are
pumped into the instrument, creating a force
pushing the lens toward the tip of the pha-
coemulsifier.
Fragmentation: A probe at the tip vibrate at about
40,000 cycles per second, creating ultrasonic
waves that break up the lens into small pieces
that are sucked into the instrument by the aspi-
ration and removed from the eye.
The aspiration aspect is handled by defining a spher-
ical volume around the type and finding parts of the
lens within it. When the aspiration is activated, an
artificial force is added to pull the enclosed particles
toward the tip. When fragmentation is also activated,
we remove tetrahedral elements from the geometri-
calmodel of the lens.The removed elements should
be as fine as possible to provide an accurate visual
feedback to the surgeon. However, the mechanical
mesh need to be relatively coarse to maintain good
performances. To solve this issue, we use a finer tes-
sellated mesh for rendering and interactions with the
instrument. This is done by splitting each tetrahe-
dron in the simulation mesh into 8 smaller tetrahedra
(Fig. 2(a)). Therefore finer elements are removed due
to aspiration. And if the 8 finer elements of a coarse
tetrahedron are removed, the coarse tetrahedron is
also removed in order to mechanically take into ac-
count the loss of matter in the lens. This allows the
use of a relatively coarse mechanical mesh (Fig. 2(b))
while using a more detailed visual mesh (Fig. 2(c))
for the rendering.
3.2.3 Semi-Opaque Volume Rendering
The cristalline lens is opacified by the cataract, but it
is not completely opaque. During phacoemulsifica-
tion, the quantity of light that is bouncing back from
the retina through the lens is an important visual cue
for the surgeon to guide his action. To reproduce
this effect, we rely on a volume rendering technique
called Projected Tetrahedra as implemented by [15].
Each tetrahedron in the visual mesh is sent to the
graphics card as input to complex shaders that ren-
der their contributions taking into account the light
dissipation along the depth of the tetrahedra at each
pixel.
3.3 Results
Figure 3 shows the resulting simulation of the pha-
coemulsification step. The lens is deformed when
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Figure 3: Three screenshots of the phacoemulsification simula-
tion. Local fragmentation of the lens create a cross-like
pattern on the lens.
in contact with the instrument and can thus be ro-
tated by the surgeon to create a cross-like carving
using local fragmentation and aspiration through the
tip of the phacoemulsifier. This step is implemented
by removing elements from a visual mesh that is
tessellated at a finer resolution than the underlying
mechanical mesh. This method is rather simple and
do not suffer from the stability issues of other ap-
proaches based on local remeshing. The removal of
these small elements progressively allows more and
more light to pass through the lens. This effect is im-
plemented through an advanced volume rendering
technique. It is an important visual cue that the sur-
geon must learn to use in order to ensure not pushing
the instrument too low within the eye, which can lead
to puncturing the underlying membrane. The 3000
tetrahedra of the lens model are simulated and ren-
dered on 2.4 GHz processor with a standard graphic
card. Simulation performance is of 80 fps with an
integration time-step of 0.01 seconds.
4 Lens capsule model and capsu-
lorhexis
In this section, we focus on Continuous Curvilinear
Capsulorhexis, a technique used to create a circular
opening in the lens capsule. Once a small initial inci-
sion has been made, this technique relies essentially
on the application of shear and stretch forces to cre-
ate the opening. When performed correctly, the con-
tinuous curvilinear capsulorhexis creates a smooth
opening, reducing the risk of tear when forces are
applied to the capsule during surgery. The main risk
with the continuous curvilinear capsulorhexis is to
either create an opening that is too large or to create
an edge that could promote a tear proceeding out-
wards. From a simulation and training standpoint,
it is essential that the model of deformation and tear
of the capsule is realistic. In [16] and [4] the lens cap-
sule is modeled by a mass-spring network based on
a triangular mesh. The main issue with these models
is that they rely on discrete methods which require
specific mesh structures (e.g. radial and concentric
springs with different stiffnesses) to reproduce the
anisotropic properties of the capsule. Also, when
simulating the capsulorhexis, complex re-meshing
techniques are required to maintain a similar mesh
structure. The approach presented in this section
relies on a continuous model based on elasticity the-
ory for which specific fiber directions can be defined.
This allows real-time anisotropic soft tissue deforma-
tion as well as realistic tearing simulation.
4.1 Tools and Methods
Using a finite element technique, one can no longer
rely on the mesh topology to specify preferred di-
rections of anisotropy. The approach presented here
relies on a continuous model based on elasticity the-
ory for which specific fiber directions can be defined
(see 4.2). The underlying finite element model can
handle geometrically non-linear anisotropic deforma-
tions at interactive rates. This model is combined
with a novel technique for determining the fracture
direction, which can be propagated along existing
edges of the topology or across existing faces by us-
ing a remeshing algorithm [17].
In our approach, we propose to model the de-
formation and tearing of thin soft tissue (such as
membranes, capsules, etc.) by using a transversely
isotropic elastic model. The model is based on a co-
rotational finite element method formulation, using
triangular elements on which a specific fiber direc-
tions can be defined (see Figure 4). During defor-
mation of the tissue, this fiber orientation, and the
principal strain direction on the element are used
to determine the tear propagation. Tearing or frac-
ture within an element only occurs when a threshold
is reached, which is computed using an eigenvalue
decomposition of the strain tensor in each element.
If the largest eigenvalue is above a given threshold
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(in our experiments, the value is tuned according
to the feedbacks provided by the surgeon), the ele-
ment is identified as ”breakable” and the eigenvector
associated with this eigenvalue corresponds to the
principal strain direction (see figure 4). Since tearing
tends to propagate from an already fractured loca-
tion, we also account for the history of tear location
and direction in the overall computation of the cur-
rent tear direction. Topological changes on the FEM
mesh are performed at each time step. Each trian-
gle in the neighborhood of the current tear location
which strain is above our threshold will be re-meshed.
This local re-meshing subdivides a triangle into new
triangles. There is no particular requirement on the
local re-meshing besides avoiding very small trian-
gles which lead to ill-conditioned systems.
Figure 4: From left to right: tearing propagation throughout the
tissue. Fibers (not visible on the meshes since they are
defined per triangles) are oriented with a 45 degree
angle, and forces are applied outward, on the left and
right sides of the square mesh. Our fracture criteria
is represented as the shaded area. One can see on the
left image how the anisotropy affects the deformation
of the tissue, and on the rightmost images how the
fracture direction depends on the previous fracture
direction, as well as fiber direction. The square mesh is
composed of 1,500 triangles. Anisotropic deformation,
fracture and remeshing are performed in real-time.
4.2 Anisotropic Soft Tissue Model
As many biological soft tissues are composite fibrous
materials, additional information needs to be intro-
duced to enable realistic tearing: the principal di-
rection of fibers within the soft tissue. Indeed, the
orientation of these fibers highly influences the direc-
tion of propagation of the tear in the tissue. It also
introduces anisotropy in the model. The proposed
model for describing deformation and tearing of thin
soft tissue (such as membranes, capsules, etc.) relies
on a transversely isotropic FEM formulation using tri-
angular elements, in which a specific fiber direction
can be defined on each element. The fiber direction
on each element, called θ, is defined with respect to a
local (co-rotational) reference frame (x, y). This local
frame of reference is in turn defined with respect to a
global frame of reference (X,Y) via a rigid transforma-
tion. The frame defined by the fiber is named (F,T),
where F is along the fiber, and T is the transverse
(orthogonal) direction (see Figure 5). This leads to
the following definition of the anisotropic material
stiffness matrix of an element: σxσy
τxy
 = 1
1− νFνT
 K11 K12 K13K21 K22 K23
K31 K32 K33
 exey
γxy

K11 = c4EF + s4ET + 2c2s2(νTEF + 2GF)
K22 = s4EF + c4ET + 2c2s2(νTEF + 2GF)
K33 = c2s2(EF + ET − 2νTEF) + (c2 − s2)GF)
K12 = c2s2(EF + ET − 4GF) + (c4 + s4)νTEF)
K13 = −cs[c2EF − s2ET − (c2 − s2)(νTEF + 2GF)]
K23 = −cs[s2EF − c2ET + (c2 − s2)(νTEF + 2GF)]
where c = cosθ, s = sinθ, GF = EF/(1 + νF) and
νT/ET = νF/EF. Since we are dealing with the sim-
ulation of fracture and tearing, topological changes
will occur. To numerically handle these changes in
an optimal way, we use an iterative solver (conjugate
gradient) for which there is no need to perform any
matrix assembly [18].
Figure 5: Global reference frame (X,Y,Z), local frame (x,y), and
frame (F,T,N) based on fiber orientation.
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4.3 Tearing Criterion
Although a significant amount of work exists in the
field of finite element modeling for the simulation
of fractures (see [19, 20] for instance), little has been
done in the area of interactive medical simulation.
Principal difficulties come from the real-time simu-
lation requirement, and the need to account for the
presence of fibers (previous work essentially deal
with isotropic materials). In general, tearing or frac-
ture occurs when a certain stress threshold is reached.
For isotropic materials, this threshold is the same
in every direction, and a fracture criterion can be
determined using an eigenvalue decomposition of
the stress tensor in each element [21]. If the largest
eigenvalue is above the given threshold, the element
is then fractured along a direction perpendicular to
the eigenvector associated to the principal stress di-
rection. This is however not applicable in the case
of anisotropic materials, as the presence of fibers
leads to preferred fracture directions. Also, the stress
threshold is generally not identical along the fiber
and transverse directions. Fracture occurs when the
stress along the fiber or transverse to the fiber is
higher to arbitrary threshold (σ¯F and σ¯T) e.g. when
σF > σ¯F or σT > σ¯T and we propose the following
measure of the fracture condition, i.e. tearing occurs
if:
c(d,σ, f, p) > 1 (1)
where d is the potential direction of propagation of
the fracture, σ = (σxσyτxy) is the stress tensor, f is
the fiber direction, and p is the previous fracture di-
rection (useful to avoid backtracking suddenly when
we are continuing from an existing fracture, as oth-
erwise the stress and fiber directions are undirected).
This criterion is typically evaluated at the tip of a
pre-existing fracture or at the center of each poten-
tially fracturing element. In this work we propose
a first formulation of the fracture criteria, based on
the stress threshold in each direction σ¯. This criterion
includes a parameter limiting the angle between the
previous and next directions of propagation to be at
most θP:
c(D,σ, f, p) =
σD⊥
σ¯d⊥
H ((d · p)− cos θP)
with d⊥ = d× n (2)
where H is the Heaviside step function: H(a− b) =
{0 if a < b, 1 if a ≥ b}. The stress along a direction
u can be computed by the coordinate transformation
formula, using the angle θu between u and the x axis
of the local frame of reference:
σu = cos2 θu σx + sin2 θu σy + 2 sin θu cos θu τxy (3)
As illustrated in Eq. 1, anisotropic materials are typ-
ically characterized by two stress thresholds, σ¯F in
the direction of the fibers, and σ¯T in the transverse di-
rection. It is not clear what this threshold is for other
directions. In our approach, we interpolate between
σ¯F and σ¯T based on the angle between u and the fiber
direction. To favor directions that are close to the fiber
direction, it is useful to specify a peek function with
a controllable steepness. This is achieved through a
user-defined power α in the interpolation factor:
σ¯u = σ¯T + (σ¯L − σ¯T)
(
1− 2
pi
cos−1 (|u · f|)
)α
(4)
With this formulation, the criterion along the fiber
and transverse directions match the original condi-
tions given by the anisotropic model.
Locally refining the mesh and lowering the
timestep would allow a precise evaluation of the
stress at the time of fracture [21]. A single direc-
tion will reach the threshold, thus a single candi-
date will be selected for fracturing. However, if the
simulation needs to meet real-time constraints, this
solution might prove prohibitive. Therefore, we pro-
pose the following approximations. First, in the case
of linear materials, the computed stress inside each
element does not precisely represent the real ma-
terial stress, unless very fine meshes are used. To
approximate the stress σ at the tip of the fracture,
we propose to compute a weighted average of the
stress inside each element in the neighborhood of the
point of interest. Second, if large timesteps are used,
several points and directions can reach the fracture
threshold at the end of the timestep. To avoid sub-
stepping, which would be incompatible with real-
time simulations, we propose the following heuris-
tic: we choose as the fracture direction the direction
dfracture where the criterion c(d,σ, f, p) is maximum,
i.e. c(dfracture,σ, f, p) = max c(d,σ, f, p). For the
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special case of an isotropic fracture criterion (σ¯F = σ¯T
and θσ = 90o), the solution can be computed by eigen-
value decomposition of the stress tensor. Thus, our
algorithm is equivalent to the maximum principal stress
criterion for the special case of isotropic materials. For
general anisotropic surfaces, an exhaustive search on
all the directions within the triangles connected to
the fracture tip can be used, as the evaluation of our
criterion can be implemented very efficiently.
4.4 Tearing Propagation
Once the fracture direction has been determined,
topological changes need to be applied to the finite
element mesh to describe fracture propagation. At
this point, there are two possible strategies. In the
case where the initial mesh is sufficiently fine, or if
the edges are oriented along the fiber or transverse di-
rection, it is possible to restrict the potential fracture
direction to an existing edge. This solution is simple
to implement, and the simulation cost as well as the
quality of the initial mesh is preserved (as no new
element is created). However the resulting fracture
will be highly dependent on the original mesh. For
a precise, mesh-independent, tearing propagation, it
is necessary to allow for arbitrary fracture directions.
Once the fracture direction dfracture has been deter-
mined, triangles need to be split to create new edges
along the fracture direction. Particular care must be
taken to avoid creating degenerated triangles which
would otherwise negatively impact the computation
of the finite element model. This issue is addressed
using the work of [21].
4.5 Results
Figure 6 illustrates the tearing and deformation mod-
els in the context of a simulation of capsulorhexis.
The membrane of the lens capsule is modeled as an
anisotropic material with material properties similar
to the actual lens capsule, and we use a co-rotational
finite element formulation to numerically solve the
problem. Anisotropy is produced by concentric fibers
(radially spaced every 0.5mm) that are defined on
the mesh to describe the actual structure of the lens
capsule. An implicit integration scheme is used to en-
force robustness of the deformation process. With
this approach, realistic deformations can be com-
puted in real-time, and tearing of the membrane can
be simulated (see Fig. 6). The results clearly show
qualitative realistic deformations accounting for the
anisotropic nature of the tissue, and fracture propa-
gation that depends on the fiber direction.
(a) Visualization of the opening into the lens capsule
(b) Visualization of the opening into the lens capsule
Figure 6: Simulation of capsulorhexis, a technique used to cre-
ate a circular opening in the lens capsule. This tech-
nique relies essentially on the application of shear and
stretch forces to propagate a fracture throughout the
membrane. Top (a): the mesh used to support the com-
putation of the deformation and topological changes.
Bottom (b): final result as seen in the training system.
5 Intra-ocular Lens Implantation
At last, the injection of the artificial lens and its de-
ployment in the capsule in real time is performed
by simulating the intra ocular lens deformation and
interaction within the capsule. The artificial lens is
modeled using finite element shells and allows real-
istic reproduction of the mechanical behavior during
the exit of the injector [22, 23]. The simulation also ac-
counts for a physics-based modeling of the contacts
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of the implant with the injector and the capsule walls
as well as self-contacts (contact of the implant on it-
self). In the following, the model used to describe
the implant is explained and the obtained results are
presented.
5.1 Related Work
There are two main difficulties related to the simula-
tion of the intra-ocular lens implantation. The first
one is to model the complex deformation (essentially
due to bending) of the lens, and the second consists
in modeling the contacts between the lens implant
and the injector or the lens capsule. The deforma-
tion of thin structures whose volume is negligible
compared to their surface area (like intra-ocular im-
plants) is fairly challenging. In fact, very few models
have been proposed in the field of medical simulation
for simulating, in real-time, the deformation of thin
structures. To allow for an interactive simulation,
a computationally efficient formulation is needed.
Our finite element procedure was largely developed
based on physical understanding without the use of
mathematical shell theories. Indeed, our shell FEM
was obtained by simply superimposing a plane stress
and bending energies. Although we use a simple
shell formulation, our model allows large displace-
ments nevertheless through the use of a co-rotational
framework. Co-rotational approaches have been suc-
cessfully applied to real-time simulation over the last
few years [7]. They offer a good trade-off between
computational efficiency and accuracy by allowing
small deformations but large displacements
5.2 Tools and methods
The approach used to model the complex deforma-
tions of the implant during its insertion in the lens
capsule is based on the use of triangular shell ele-
ments and a co-rotational formulation. The combina-
tion of both leads to an accurate, yet computationally
efficient, shell finite element method featuring both
membrane and bending energies. In addition, the
polynomial shape functions employed to compute
internal forces in our FEM formulation are also used
to process contacts and interactions with the curved
triangles. The benefits of our approach (fast compu-
tation and possible interactions with other objects)
allow us to successfully simulate the complex step
of the insertion and deployment of the intra-ocular
implant.
5.2.1 Geometrical model of the implant
To simulate the insertion and deployment of an intra-
ocular lens, we first created a triangulation of the lens
surface. Particular care was given to the mesh, to
ensure that areas where large stresses occur contain a
higher density of elements (see Fig. 7). This was done
Figure 7: An actual intra-ocular implant (courtesy of Alcon)
and the triangular mesh used in our simulations. No-
tice the higher density of elements in areas where large
deformations will take place.
by noting the constraints applied by the surgeon to
the haptics while inserting the implant within the
injection device. During this stage, the haptics are
folded onto the implant body, leading to high stresses
at the junctions. The lens mesh contains 743 triangles
and 473 nodes. Models of the injection device and
the entire eye anatomy were also created. Physical
parameters of the lens implant have been provided
by the manufacturer Alcon. Thus, for the implant we
specified a Young’s modulus of 1MPa, a Poisson’s
ratio of 0.42 and its mass density was set to 1.2g/cm3.
The first difficulty is to obtain the folded geometry
of the lens within the injection device. This step is
not important for the training process and does not
need to be interactive. Indeed the surgeon does not
always have to prepare the implant as some injection
devices are readily available with a folded implant
already in place. We simulate the folding process
by first folding the haptics onto the implant body
by applying forces on the haptics while maintaining
the body fixed. While still exerting the forces on the
haptics, the body was then rolled around them to
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obtain the shape described in figure 8. The folded
implant was then placed into the injection device.
Figure 8: Intermediary steps of the intra-ocular implant folding
and fully folded implant ready to be placed into the
injection device.
5.2.2 Mechanical model of the implant
As mentioned earlier, we propose to define a trian-
gular shell element by combining a two-dimensional
in-plane membrane energy, with an off-plane energy
for describing bending and twist. In the following
we detail the bending stiffness computation in order
to present the polynomial shape functions that are
used in the shell model.
To calculate the stiffness matrix for the transverse
Figure 9: The different degrees of freedom u of a triangular thin
plate in bending.
deflections and rotations shown on Fig. 9, the deflec-
tion uz is computed using a polynomial interpolation:
uz = c1 + c2x + c3y + c4x2 + c5xy
+c6y2 + c7x3 + c8xy2 + c9y3
(5)
where c1, . . . , c9 are constants. Using a third-degree
polynomial expression allows us to reach a greater
precision for both the computation of the bending
energy and the interpolation within the surface of the
shell. Let us define the vector u = {u1u2 . . . u9} of
the displacements and slopes at the three corners of
the triangular plate using the following notations:
u1 = (uz)x1,y1
u2 =
(
∂uz
∂y
)
x1,y1
u3 = −
(
∂uz
∂x
)
x1,y1
(6)
and so on for the two other vertices and we can derive
a matrix C such as u = Cc where c = {c1c2 . . . c9}.
We can then calculate the strains from the flat-plate
theory using:
exx = −z∂
2uz
∂x2
eyy = −z∂
2uz
∂y2
exy = −2z ∂
2uz
∂x∂y
(7)
Symbolically this may be expressed as e = Dc
where D derives from (5) and (7). Noting that
c = C−1u, we have e = DC−1u = bu where the
strain-displacement matrix b = DC−1. The stiffness
matrix Ke for an element is then obtained from:
Ke =
∫
v
bTχbdV where χ is the material matrix .
(8)
The stiffness matrix in the global frame is eventually
obtained using the rotation matrix of the element.
5.2.3 Mechanical interactions with the curved sur-
face of shells
The practical interest of modelling complex be-
haviours such as bending and twisting would re-
main fairly low for medical simulation if contacts
and constraints were not handled properly. Indeed,
the simulation of the injection consists in pushing
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the intra-ocular implant within the injection device
into the lens capsule. During these stages of the sim-
ulation, complex contacts occur and consist of self
collisions of the lens as well as collisions between
the lens and the injector and later with the capsule.
Obviously the contacts do not always occur onto the
vertices of the triangles, they often occur onto the
curved surface of the shell. In our case the difficulty
of handling contacts comes from different sources.
First the collision detection must be carried out with
the curved surface of shell elements as opposed to the
classic detection on plane triangles. Then the force
applied onto any given point of the curved surface
needs to be mapped onto the 3 vertices.
Firstly, in order to detect the collision with the bent
surface, we have chosen the subdivision approach.
We sample the flat surface of each element by recur-
sively dividing each triangle into four smaller ones
and the deflection of each new vertex is computed
using (5) according to the displacements and slopes
at the three vertices of the triangular element. This
process of subdivision has two benefits. It allows us
to render each shell as a curved triangle (Fig. 10 (a)
and (b)) and to detect any collision with the curved
surface of the shell using any of the classic collision
detection algorithms working on flat triangles.
Figure 10: (a) The triangle formed by the three vertices of the
shell has been recursively subdivided 3 times and
the deflection of each new vertex was computed ac-
cording to the same deflection function used in our
shell FEM. (b) Sampling the actual surface of the
shell allows more accurate rendering and collision
detection. (c) The shape function is used to distribute
an external force F onto the triangle nodes.
Secondly, once a collision has been detected, it
must be processed by distributing the normal com-
ponent of the force applied to the bent surface into a
force and a torque at each of the three nodes (Fig. 10
(c)). This process is carried out by merely inverting
our shell FEM formulation.
In a nutshell, the same polynomial interpolation
function (5) chosen to compute the bending energy
in our FEM formulation is also useful for handling
the curved surface of our shells (regarding both vi-
sualisation and interactions with other objects). As
adhesions between the haptics and the body is often
observed in surgery, friction also needs to be taken
into account in the contact response process. To solve
the contacts we use the contact warping method pro-
posed by Saupin et al. [24] as it offers an efficient way
to compute physically correct contact responses in
the case of co-rotational models.
5.2.4 Simulation results
Results of our simulation are illustrated in figure
11. We can notice the progressive deployment of
the implant when it exits the injector. The shape of
the intra-ocular lens remains very close to that of a
real one during all stages of the simulation: within
the injector, during the ejection phase, and when in
place within the capsule. Due to the high stiffness
and low mass of the lens, a direct sparse solver was
used at each time step (dt = 0.01 s) rather than an
iterative solver, resulting in a more accurate and more
stable simulation, to the detriment of computation
times (about 5 FPS for the complete simulation, and
about 10 FPS for the deformation only, on a 2.4 GHz
processor).
6 Interaction Devices
The way of interacting with the computer-based sim-
ulator is important especially if the system targets
teaching and practising purposes. Moreover accu-
racy and stability of the interaction system is essential
in a medical context. Our proposition combines repli-
cas of real surgical tools as well as fast and robust 3D
tracking to accurately track the manipulations of the
surgeon.
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Figure 11: Three steps of the simulation of the intra-ocular lens
implant injection and its deployment within the lens
capsule. Top: images from a real cataract surgery,
courtesy of Dr. Tarek Youssef, ophtalmologist in
Canada. Below: our simulation of the implant’s de-
ployment.
6.1 Related Work
The use of a stylus attached to an articulated arm
allows good precision and force feedback and is a
popular interaction device for computer-based simu-
lations [6, 3]. However it can hardly handle multiple
tools and interaction modality (a stylus with a sin-
gle button) is quite far from cataract surgery tools.
Optical tracking offers a bigger workspace but may
require time-consuming algorithms to provide 3D
tracking of tools [16].
6.2 Methods
Our approach is based on infra-red optical tracking
which combines the benefits of optical tracking with
fast algorithms. Indeed the image segmentation is
faster because only the reflective markers need to be
detected. The rest of this section describes how the
tracking is done and connected with the simulation
engine.
Real surgical tools could have been used to interact
with the simulation, however they suffer from two
important drawbacks. First they are exepensive and
second they are metal-based which makes the track-
ing more difficult and lower the accuracy (diffuse
reflection area may appear on the images). There-
fore, the use of replicas of surgical tools based on
polyamide (nylon) was made. They were first mod-
elled using standard CAD software and then were
built using fast prototyping. Figure 12 shows the
comparison between some of the real surgical tools
and the ones used in our simulation. Reflective mark-
ers may disturb the clinician, especially for grasping
tasks, but the markers are carefully placed to limit
disturbance.
Figure 12: Examples of tools used in cataract surgery and the
ones we built for interacting with the simulation.
From left to right: the phaco chopper, the phacoemul-
sification handpiece and the capsulorhexis forceps.
6.3 Robust 3D Tracking
Figure 13: Overview of our setup: mannequin and microscope
where 6 infrared cameras are attached. These cameras
allow to track in real-time the motion of the surgical
tools.
Our setup includes 6 infra-red cameras that tar-
gets the area around the eye. Two cameras may be
sufficient to provide a 3D tracking but this is not a ro-
bust set-up. Indeed, intensive manipulations in that
area may completely or partially hide instruments
preventing the real-time tracking to work. With 6
cameras, the operative area is well covered and dur-
ing any step of the procedure at least two cameras
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are able to track the instruments. The setup is shown
on figure 13. The redundancy involved with the 6
cameras make the calibration more time-consuming
but once it has been performed, the tracking algo-
rithm is able to provide 3D position of markers in
real time. We are also using a feature proposed by
Tracking Tools3 software which allows to track rigid
bodies. Each rigid body is defined as a set of reflec-
tive markers and the distance between markers do
not change over time and the tracking is then more
simple. 3 markers may be sufficient to define a 3D po-
sition but again for robustness issues, we introduce
redundancy by placing 4 markers on the instrument.
Using different signatures (e.g. the way markers are
placed on the tools), we can manage to track sev-
eral tools simultaneously (see figure 14) which is a
prerequisite for several steps of the cataract surgery
procedure.
For a better balance of the computation power
needed to run our simulation system, two computers
are used. The first one, which does not require large
computational resources, is connected to the cam-
eras and runs the tracking software while the second
one runs the simulation engine. The two computers
shared tracking informations by using the VRPN li-
brary 4 which is a lightweight and low-latency client-
server protocol dedicated to virtual reality applica-
tions. The simulation engine is therefore on a single
computer (with high-performance graphics cards)
and can provide fast response to user inputs.
7 Conclusion
The results presented in the previous sections de-
scribed original contributions which, combined in a
single simulation framework, allow to perform in-
teractive cataract surgery simulations. These con-
tributions rely on advanced bio-mechanical models
and intensive use of modern graphics hardware to
provide fast computation times. Moreover, surgi-
cal devices, that are tracked in real-time thanks to
infra-red cameras, have been reproduced in order
3http://www.naturalpoint.com/optitrack/products/tracking-
tools/
4http://www.cs.unc.edu/Research/vrpn/
Figure 14: Screenshots of the tracking of surgical tools. With
the reflective markers, the tracking system is able
to compute the 3D position of the tool in real-time
and using different marker signatures, we can man-
age to detect several tools simultaneously without
ambiguity.
to faithfully mimic the operating room environment
and the actual procedures. Preliminary tests have
been performed by experienced ophthalmologists to
qualitatively look at the realism of the simulation and
the faithfulness of the interactions with the surgical
tools.
As these feedbacks were positive a double-blind
experiment is conducted among ophthalmologist in-
terns to assess the effectiveness of simulation training
compared to current companionship training meth-
ods. This experiment is based on the following pro-
tocol: first, a common metric system has to be define
in order to provide a common ground to evaluate
surgeons performance in a real procedure or in a sim-
ulated procedure; second, the comparison of perfor-
mance between interns that were exclusively trained
on simulators will be confronted with interns that
were trained according to companionship method.
The common ground used to measure surgeons
performance during cataract surgery is based on [25]
and is an objective performance rating tool derived
from the Objective Structured Assessment of Techni-
cal Skill (OSATS) [26]. OSATS has also been validated
for other surgical specialities. The work of Saleh et.
al. on OSACSS (Objective Structured Assessment of
Cataract Surgical Skill) exhibits construct validity and
is therefore a valuable tool to assess the surgical skill
of trainees [25]. OSACSS is based on a set of 20 mea-
surements or observations that can be programmed
into the simulation engine. For instance, indices in-
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clude Eye Positioned Centrally Within Microscope View,
Iris Protection or Capsulorhexis: Formation and Circular
Completion and can be easily translated into computer
instructions. All of these criteria are based on geo-
metric criteria, contact analysis (pressure on some
fragile anatomical structures) or procedure step com-
pletion. The experiment has started where a series of
trainees practice in the virtual environment and are
evaluated by both experts and the simulator. Scores
will be compared and we do expect that the simula-
tion provides scores that are close to those grant by
the expert surgeons.
Once this step is achieved settling that our simula-
tion provides comparable and objective scores that
assess skills in cataract surgery, future works will
require a second and longer experiment. This exper-
iment will be conducted to determine the possible
outcomes of the simulator and if practicing in our
virtual environment is a viable training method that
is complementary to companionship training.
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